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ABSTRACT
Objectives: To compare conventional and advanced bipolar energy instruments in terms of perioperative outcomes in 
patients who underwent total laparoscopic hysterectomy (TLH). 
Material and methods: The data of 101 patients who underwent TLH between June 2017 and December 2018 for benign 
gynecological disorders were analyzed retrospectively. Conventional bipolar forceps (Robi forceps) were used in 37 patients 
and advanced bipolar instruments (LigaSure) were used in 64 patients. Data about the characteristics of the patients, opera-
tion time, estimated blood loss, length of hospital stay and other perioperative outcomes were compared.
Results: The mean ages of the patients in the conventional bipolar and LigaSure groups were 47.6 ± 6.5 and 48.1 ± 7 years, 
respectively (p > 0.05). There was no statistically significant difference between the two groups with regard to all other 
patient characteristics; body mass index, parity, previous pelvic operation and indications of hysterectomy (p > 0.05). The 
mean operation time (41 ± 13.2 vs 37 ± 11.5 min), estimated intraoperative blood loss (70 ± 22 vs 65 ± 21 mL) and absolute 
change in hemoglobin (-1.23  ± 1.12 vs -1.11  ± 1.14 g/dL) were slightly higher in the conventional bipolar group. However, 
there was no statistical significance with respect to these differences between the groups (p > 0.05).
Conclusions: Our findings indicate that a conventional bipolar system is as safe and effective as LigaSure, and it may be 
used as an alternative option for patients undergoing TLH in low-income hospitals.
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INTRODUCTION
Hysterectomy is one of the most frequently performed 
gynecologic surgical procedures and may be performed 
by abdominal, vaginal and laparoscopic approach [1]. To-
tal laparoscopic hysterectomy (TLH) has been performed 
increasingly over the years due to less postoperative pain, 
less risk of incision infection, reduced adhesion formation, 
shorter recovery time and early discharge. It has now be-
come an indispensable part of gynecology practice [2]. 
Although TLH is superior to abdominal hysterectomy, the 
vaginal approach still preserves its current value in most 
benign indications.
Conventional electrosurgery comprises two types of 
diathermy as unipolar and bipolar. In monopolar electro-
surgery, high voltage is used for cutting, dissection and 
fulguration. In bipolar electrosurgery, low voltage is used for 
coagulation [3]. The basic working principle of the conven-
tional bipolar energy system is to denature the collagen and 
elastin inside the vessel wall or tissue by providing electrical 
energy between the two jaws. Since the electrical current 
is present between the two jaws, a neutral electrode is not 
required and surgical safety is higher [4].
There have been improvements in surgical instruments 
as laparoscopic operations have increased over time. Ad-
vanced vascular sealing devices that work with ultrasonic 
and bipolar energy have been developed [5]. These novel 
advanced bipolar vessel-sealing devices appear to decrease 
the lateral thermal spread remarkably; thus they are safe and 
time-efficient in comparison to traditional bipolar electro-
surgical devices. These beneficial features show up more 
evident in difficult procedures [6, 7]. LigaSure is a hemostatic 
device developed as an advanced bipolar energy system 
(Covidien-Valleylab today Medtronic-Covidien, Boulder, CO, 
USA) and has demonstrated efficacy in a variety of surgical 
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procedures [8]. LigaSure denatures collagen and elastin in 
the vessel wall and sticks with high mechanical pressure. 
Then the vessel is cut into two parts with the help of the 
knife inside of LigaSure. It was proven that it can be safely 
used in vessels up to 7 mm [8]. LigaSure has been shown 
to be on a similar level in terms of efficiency in comparison 
to clips, sutures and ultrasonic vessel sealing methods [9].
In this study, we aimed to compare conventional and 
advanced bipolar energy instruments in terms of periopera-
tive outcomes in patients who underwent total laparoscopic 
hysterectomy. 
MATERIAL AND METHODS
In this study, the data of 101 patients who underwent 
TLH between June 2017 and December 2018 for benign 
gynecological disorders at the Isparta City Hospital were 
analyzed retrospectively. Conventional bipolar forceps (Robi 
forceps, Karl Storz, Tuttlingen, Germany) were used in 37 pa-
tientsand the LigaSure 5 mm device (Medtronic-Covidien, 
Boulder, CO, USA) that is an advanced bipolar instrument 
was used in 64 patients. Initially, there was only a conven-
tional bipolar device in our hospital because of financial 
insufficiency. Nevertheless, we performed the procedure 
on the first 37 patients with this device. After LigaSure was 
supplied, we performed the procedure on the other cases 
with this instrument. Patient characteristics, including age, 
body mass index (BMI), parity, surgical indication, previous 
pelvic surgery history and perioperative results were ob-
tained from the patients’ medical records. The perioperative 
results included uterine weight, operation time, estimated 
blood loss, blood transfusion, length of hospital stay and 
intraoperative complications. The eligibility criteria included 
patients who required hysterectomy for benign conditions 
such as symptomatic uterine fibroids, abnormal bleeding or 
other benign diseases. The exclusion criteria were the cur-
rent pregnancy status and malignant diseases of the genital 
tract. All patients were managed with the same protocol 
for preoperative and postoperative treatments. We also 
administered 1 g of cephalosporin antibiotic intravenously 
30 minutes before the incision for prophylaxis. All surgeries 
were performed by the same surgeon. 
Surgical Technique
All operations were performed under general anesthe-
sia in a dorsal lithotomy and Trendelenburg position. In all 
patients, the stomach was decompressed with a nasogastric 
tube and the catheter was inserted into the bladder before 
the surgery. Depending on the diameter of the cervix and 
the size of the uterus, the appropriate vaginal manipula-
tor was inserted into the uterine cavity. A VCare uterine 
manipulator (Conmed, NY, USA) was used in the opera-
tions. The surgical procedures were performed through 3 or 
4 laparoscopic trocars: a 10-mm trocar for the camera from 
the umbilicus, one 5-mm lateral trocar at 2 cm superior of 
the left iliac spina and one 5-mm suprapubic trocar for the 
laparoscopic instruments. In some cases, a fourth 5-mm 
trocar was inserted from the right lower quadrant if it was 
needed. The surgeon was on the left side of the patient 
and performed the operation using the left and midLine 
trocars. All operations were performed with Robi forceps and 
Metzenbaum scissors or LigaSure for sealing, dissection and 
hemostasis. The vaginal cuff was closed by intracorporal su-
turing using a polyglactin 910 suture that is a late absorbable 
material (Vicryl, Ethicon, Johnson & amp; Johnson Medical 
Devices Companies, USA). All laparoscopic procedures were 
performed without conversion to laparotomy.
Operation time was defined as the time from the initial 
skin incision to closure of the abdominal trocar incisions. Es-
timated blood loss in the operation was calculated by sub-
tracting the given amount of fluid from the total outcome 
in the suction unit. The position of the patients was the re-
versed Trendelenburg position to obtain all intra-abdominal 
fluid. Furthermore, quantitative blood loss was calculated 
by comparing the preoperative hemoglobin value to the 
hemoglobin value on the first day after surgery. 
Patients who had spontaneous micturition, gas outflow 
and stable vital signs were discharged on the first or second 
postoperative day.
Statistical analyses
The variables are presented with frequencies and 
mean ± standard deviation values. Differences between 
two groups were analyzed using unpaired t-test, chi-squared 
(X2) test and Fisher’s exact test. P < 0.05 was considered 
statistically significant. Statistical analyses were performed 
in SPSS 24.0 (IBM Corporation, Armonk, NY).
RESULTS
The data of a total of 101 patients were analyzed. The 
mean ages of the patients in the conventional bipolar and 
LigaSure groups were 47.6 ± 6.5 and 48.1 ± 7 years, respec-
tively (p > 0.05). There was no statistically significant differ-
ence between the two groups with regard to all other patient 
characteristics; body mass index, parity, previous pelvic op-
eration and indications of hysterectomy (p > 0.05) (Tab. 1).
The mean operation time (41 ± 13.2 vs 37 ± 11.5 min), esti-
mated intraoperative blood loss (70 ± 22 vs 65 ± 21 ml) and ab-
solute change in hemoglobin (-1.23 ± 1.12 vs -1.11 ± 1.14 g/dL) 
were slightly higher in the conventional bipolar group. How-
ever, there was no significance with respect to these differ-
ences between the groups (p > 0.05) (Tab. 2). 
Blood transfusion was given in one patient in each 
group, but the reason was not major vessel injury. One 
intraoperative major complication occurred in the LigaSure 
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group. No bladder, major vessel or ureteric injury occurred 
in the two groups. 
DISCUSSION
In this study, we investigated the differences in opera-
tive time, blood loss and other perioperative outcomes for 
LigaSure and conventional bipolar devices during total lapa-
roscopic hysterectomy for benign gynecological indications.
Recently, electrosurgical sources for tissue preparation 
and vascular sealing have been expanded to include devices 
that can offer both sealing and cutting. These devices do not 
need to be replaced during the operation; they also resist 
high intraluminal pressure and have optimal coagulation 
properties [9]. LigaSure is an advanced bipolar device that 
is capable of cutting and sealing. It is able to seal vessels 
up to 7 mm in diameter and withstands up to threefold the 
normal systolic blood pressure. It has a minor thermal spread 
that is up to 4.0 mm [10, 11]. LigaSure has been successfully 
used in gynecologic operations, in addition to a variety of 
laparoscopic procedures, urologic and abdominal surger-
ies [12–14].
In the literature, variable results have been found about 
duration of operation in gynecologic or other abdominal 
surgeries for conventional and advanced bipolar devices 
[3, 15–20]. Many studies reported that LigaSure has a shorter 
operative time than conventional bipolar instruments. The 
reason for this increase in time was changing of the instru-
ments for sealing and cutting during the operation in con-
ventional device groups [16–18]. Additionally, the current 
delivered with LigaSure takes up to 7 seconds to achieve 
homeostasis [21]. In contrast to the literature, there was 
no significant difference with respect to operating time 
between the two groups in our study. If both conventional 
bipolar devices and scissors are used with both hands at 
the same time effectively and correctly, no difference in 
operation time may be expected.
Previous studies reported that intraoperative blood loss 
was lower in advanced bipolar groups in comparison to 
conventional groups [20, 21]. According to our results, the 
estimated and quantitative blood loss was similar in both 
groups. The discrepancy between hemoglobin decrease 
and estimated blood loss may be thought to be due to 
Table 1. Demographic characteristics of patients 
Conventional bipolar surgery (n: 37) LigaSure (n: 64) p
Age (years) (range) 47.6 ± 6.5 (39–78) 48.1 ± 7.1 (40-81) 0.76
BMI (kg/m2) (range) 29 ± 5.3 (22–47) 30 ± 6.2 (23–45) 0.64
Parity (n) (range) 1.8 ± 1.3 (0–7) 1.7 ± 1.1 (0–5) 0.84
Indication
Uterine myoma, n (%)
Abnormal uterine bleeding, n (%)
Endometriosis, n (%)













Previous cesarean sections, n (%) 9 (24.3) 14 (21.8) 0.44
BMI — body mass index
Table 2. Perioperative outcomes of the two groups
Conventional bipolar surgery (n: 37) LigaSure (n: 64) p
Uterine weight (gr) (range) 358 ± 261 (70–820) 372 ± 284 (85–940) 0.42
Operation time (min) (range) 41 ± 13.2 (30–75) 37 ± 11.5 (25–65) 0.18
Intraoperative blood loss (ml) (range) 70 ± 22 (10–450) 65 ± 21 (10–410) 0.22
Preoperative hemoglobin (g/dL) (range) 12.53 ± 1.42 (9.2–14.3) 12.77 ± 1.59 (9.0–15.1) 0.65
Postoperative hemoglobin (g/dL) (range) 11.28 ± 1.38 (8.8–13.7) 11.47 ± 1.53 (8.7–14.2) 0.24
Absolute change in hemoglobin(g/dL) (range) -1.23 ± 1.12 (0.3–2.1) -1.11 ± 1.14 (0.2–2.7) 0.15
Blood transfusion, n (%) 1 (2.7) 1 (1.6) 0.75
Hospital stay (day) (range) 2.2 ± 0.8 (1–3) 2.1 ± 0.9 (1–5) 0.53
TLH + BS, n (%) 14 (37.9) 23 (35.9) 0.48
TLH + BSO/USO, n (%) 23 (62.1) 41 (64.1) 0.57
Major complication, n (%) 0 (0.0) 1 (1.6) 0.87
TLH — total laparoscopic hysterectomy; USO — unilateral salpingo-oopherectomy; BSO — bilateral salpingo-oopherectomy; BS — bilateral salpingectomy
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postoperative hemodilution. Conventional bipolar devices 
and scissors may not increase the amount of bleeding when 
used properly. Hemostasis may be successfully achieved in 
both devices. 
There is a doubt about the thermal spread of ener-
gy-based devices. The lateral thermal spread of electrosur-
gery devices may be a risk factor for major complications 
during laparoscopic hysterectomy. Therefore, adjacent tis-
sues should be checked, and traction should be made while 
sealing and cutting during the operation. The major compli-
cation rate during laparoscopic hysterectomy is reported to 
be in the range from 4% to 9% in the literature [22]. In our 
study, this rate was 1.6%, and one intraoperative complica-
tion occurred in the LigaSure group. However, the complica-
tion was not associated with the type of instruments used for 
sealing in the operation. This 48-y-old patient had chronic 
pelvic pain and history of endometriosis. Dense adhesions 
and an endometriotic nodule were present between the rec-
tum and the uterus. The rectum was injured during resection 
of the endometriotic nodule from the rectovaginal space. 
We repaired this injury via laparoscopy without conversion 
to laparotomy. This patient recovered without complications 
and was discharged on the 5th postoperative day. 
In studies, the length of hospital stays in patients who 
underwent laparoscopic hysterectomy with conventional 
bipolar devices was longer than those with advanced bi-
polar devices. Prolonged hospital stay may be caused by 
major complications [19, 23]. In this study, both groups had 
a similar length of hospital stay following the operations. No 
significant difference was observed in the durations of hos-
pital stay, because the major complication rate was the same 
in both groups. 
The limitations of our study were the small number of 
patients included and its retrospective nature. Although 
the number of patients was not equal and the excess in the 
LigaSure group may seem to affect the results, the findings 
were not influenced because the data belonged to a single 
surgeon experienced in both devices. In the future, more 
large-scale, prospective and randomized studies will be 
required.
In conclusion, advanced bipolar instruments have the 
advantages that are closing of vascular structures in addition 
to their cutting capabilities, so that the process can proceed 
without changing instruments between hemostatic and 
cutting devices. In the hands of experienced surgeons, both 
scissors and conventional devices may be used together 
and there is no need to change. Thus, there is no significant 
difference with respect to operating time and blood loss be-
tween the two instruments. LigaSure is a disposable energy 
source and more expensive per case than conventional reus-
able energy sources. Conventional bipolar energy devices 
are more cost-effective due to possibility of re-use. They 
may be used safely and effectively in low-income hospitals 
that cannot access advanced bipolar energy instruments 
such as LigaSure. 
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